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Abstract. A new hygroscopic tandem differential mobil-
ity analyzer (H-TDMA) has been constructed at Lund Uni-
versity within the frameworks of the EU FP6 Infrastructure
Project EUSAAR (www.eusaar.org). The aim of this coor-
dinated H-TDMA development is to design and evaluate a
new generation of H-TDMAs that are capable of conducting
long term measurements of the hygroscopic growth and state
of mixing of sub-micrometer atmospheric aerosol particles
at the EUSAAR aerosol super-sites across Europe. The H-
TDMA constructed for this project has been validated with
respect to hygroscopic growth factor, stability of relative hu-
midity (RH), temperature stability and its ability to oper-
ate unattended for longer periods of time. When measuring
growth factors of ammonium sulphate, the new H-TDMA
system was found to measure within a growth factor devia-
tion of ±0.05 compared to previously recorded data by Tang
et al. (1994). The long term RH of the system has been found
stable at 90.0% with a standard deviation of ±0.23% and an
average temperature variability of the second DMA less than
±0.1K. Daily automated ammonium sulphate measurements
have validated the ambient measurements. The instrument is
operated at the EMEP/EUSAAR background station Vavihill
in the southern part of Sweden.
1 Introduction
The chemical properties of the atmospheric aerosol are im-
portant for the life cycle of the particles, for local visibility
and health effects as well as for the direct and indirect effects
of aerosols on climate (Kaufmann et al., 2002). Water vapour
in the atmosphere interacts with aerosol particles, which take
up water according to changes in the relative humidity of the
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surrounding air. The hygroscopicity of the particles can be
described according to their hygroscopic growth factor, GF,
which is deﬁned as
GF=
d(RH)
d0
(1)
where d0 is the mobility diameter of the dry particle, and
d(RH) is the diameter of the humidiﬁed particle. At wa-
ter vapour subsaturation, and at low supersaturation (SS)
ratios, the particles take up or evaporate water vapour un-
til their water activity is in equilibrium with its surround-
ings, which affects the light scattering properties of the par-
ticles. However, at a certain SS ratio, known as the criti-
cal SS, the particles start to grow unrestrained, as long as
there is water vapour available, and become cloud droplets.
The critical SS value is dependent on the chemical compo-
sition and the size of the particle and of utmost importance
to the characteristics of the cloud formed. Hygroscopic mea-
surements of atmospheric aerosol particles have been carried
out since the 1980s with Rader and McMurry (1986) as pi-
oneering in using the measurement principle of two DMAs
with a humidiﬁcation system in between on an atmospheric
aerosol. This measurement instrument is commonly known
as the Hygroscopic Tandem Differential Mobility Analyzer
(H-TDMA) (Swietlicki et al., 2008). H-TDMA measure-
ments of aerosol particles have until now been limited to
short ﬁeld campaigns of maximum a few months in dura-
tion, since these instruments typically require frequent main-
tenance and have therefore not been suitable for unattended
long-term operation, but recently, initiated by the EU FP6
Infrastructure Project EUSAAR (www.eusaar.org), attempts
have been made to construct instruments designed for long
term measurements. Duplissy et al. (2008) made an inter-
comparison of 6 H-TDMA systems within the EUSAAR
project, and based on this study, recommendations were set
for how to construct an instrument especially suited for long
term measurements.
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Figure 1. Schematics of the H-TDMA system. 
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Fig. 1. Schematics of the H-TDMA system.
We have constructed and tested an H-TDMA according
to the recommendations given by EUSAAR. The instrument
performance has been evaluated based on stability in tem-
perature and relative humidity in the ﬁeld and the ability of
the instrument to reproduce literature values of hygroscopic
growth, as well as its data coverage during the ﬁrst 6 months
of operation.
2 Material and methods
Tandem Differential Mobility Analyzers (TDMA:s) were
ﬁrst introduced by Liu et al. (1978) and fundamentally con-
sists of three parts: 1) A DMA (in our case a Vienna
type DMA, 28cm long), selecting a quasi monodisperse
aerosol, previously charged (in our case with a 85Kr diffu-
sion charger) based on the particles electrical mobility. 2) A
conditioning unit, controlling e.g. the temperature or rela-
tive humidity of the aerosol particles. 3) A second DMA (in
our case a Vienna type, 50cm long), which together with a
condensation particle counter (CPC) determines the size dis-
tribution of the conditioned, previously quasi monodisperse,
aerosol. In order to enable stable long-term measurements
with high time resolution, the H-TDMA developed in this
work was constructed with closed loop systems for excess-
sheath ﬂows in both DMAs, continuously scanning DMA2
voltage, humidiﬁcation only in the aerosol line, active tem-
perature control of both DMAs, and a master-slave control
system of the aerosol RH, in order to keep the relative hu-
midity (RH) in the second DMA as close to the set point as
possible during longer periods of time. The schematics of
the set-up developed in this work are presented in Fig. 1.
There are three major advantages with using a closed loop
ﬂow: avoiding the problem of balancing the sheath and ex-
cess ﬂows, simplifying the instrument construction and sta-
bilising the RH. The balancing of the sheath and excess ﬂow
can be complicated in an open end system, as the volume
ﬂow is dependent on pressure, temperature and RH. To make
an open end system work properly, all sensors in the sheath
and excess air, as well as the mass ﬂow controllers (MFCs)
have to be calibrated on a regular basis and both vacuum and
pressurised air has to be available for the H-TDMA system
at all times. By using a closed loop system instead, the sys-
tem is simpliﬁed. In this work, a membrane pump (Vacu-
ubrand MD1) with a needle valve was used for the ﬁrst DMA
loop. For the second DMA a linear pump was used (Gard-
ner Denver, 6025 DC). Since the water vapour in the sec-
ond loop is recirculated, the net ﬂows into the DMAs from
sheath and excess are always 0. In this way, the RH con-
trol becomes more stable, since ﬂuctuations in the aerosol
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humidiﬁcation is buffered in the volume of the second DMA
and its loop. This is ideal for long term measurements at a
stable RH value. However, for more intensive measurement
campaignswereamoredynamicsystemispreferred, anopen
end system may be a better alternative. The sheath ﬂow rates
in the system were set to 10l/min for DMA1 and 6l/min
for DMA2. The aerosol ﬂow through the system was set to
1l/min, hence giving ﬂow ratios of 10:1 and 6:1 respectively.
A higher sheath to aerosol ﬂow will give a higher size resolu-
tion of the system, but with the drawback of lower counting
statistics and a narrower sizing interval, as higher ﬂows need
higher voltages for the selection of a particular electrical mo-
bility, and the maximum voltage that can be used for a DMA
is limited. In this work, a ﬂow ratio of 6:1 was set in the sec-
ond DMA to avoid electrical discharges in the humid air and
to still be able to measure a GF of 2.2 for the largest dry size
selected (265nm).
Scanning voltage is preferable, since it eliminates the
“dead time” that otherwise occur in between the different
ﬁxed voltages in a stepping system, when data recording has
to be temporarily stopped during particle free ﬂushing of the
DMAs. However, too fast scanning will lead to problems in
the inversion of the data, since there is a smearing effect in
the CPC, caused by the mixing of particles inside the parti-
cle counter and this effect will be an increasing problem as
scanning speed increases. This is not an issue for stepping
systems, since the particles entering the CPC is not varying
with time during the measurement.
There are many different approaches that can be used for
humidiﬁcation of aerosol and sheath air. Previously used
systems include water-to-gas Gore-Tex® humdiﬁcation (e.g.
Zhou, 2001; Ehn et al., 2007), water-to-gas naﬁon membrane
humidiﬁcation (Hennig et al., 2005), gas-to-gas naﬁon hu-
midiﬁcation (Santarpia et al., 2004; Massling et al., 2005) or
a controlled mixing of humid and dry air (Weingartner et al.,
1999). In this work, water-to-gas Gore-Tex® humidiﬁcation
was used for the aerosol line. This system has proven robust
in the past and was chosen because of its simplicity. The
aerosol is led through a 5cm long Gore-Tex® tube with an
inner diameter of 6mm with counter ﬂow water purging on
the outside of the membrane. The tube is placed vertically,
with the purging water ﬂowing upwards, to avoid air bub-
bles which can potentially disturb the RH control. This wa-
ter is heated or cooled with two 25×25mm Peltier elements
to obtain the desired RH, which can be set between 30%
and 98%. The system is regulated with a PID control pro-
grammed in LabView with a Rotronic S-type RH/T-sensor
giving the aerosol RH just before DMA2 as the input signal
and using the current to the Peltier element as the output sig-
nal. The RH in DMA2 is calculated by the combination of
the dew point temperature, Tdew, given by a General Eastern
hygro M1 dew point meter in the DMA2 loop and the aver-
age value of three Pt100-elements taped to the outer wall of
DMA2 at different heights (bottom, middle and upper part of
DMA2). This way, the longitudinal temperature gradient of
the DMA is measured. However, there is no measurement
of a possible radial temperature gradient in the DMA body.
The temperature in the DMA is assumed to be the same as on
the DMA surface. Both the dew point sensor and the Pt100-
elements were calibrated against a temperature sensor with
an accuracy of 0.03K. The RH is calculated from the empiri-
cal saturated water vapour pressure function derived by Buck
(1981). This value has a higher accuracy than the Rotronic
sensors, so every second hour, this RH value is used to auto-
matically calibrate the Rotronic sensor used in the RH con-
trol. This way, the problem of long term drift on the Rotronic
sensor is eliminated.
Previously, most H-TMDA systems have not been temper-
ature controlled in a rigorous way. Often, some sort of insu-
lation of the second DMA has been used, sometimes in com-
bination with a crude temperature stabilisation, such as wa-
ter hoses with or without temperature control, attached to the
outer walls of the second DMA. However, an unstable tem-
perature can have a substantial inﬂuence on RH, especially
close to saturation. Therefore, active temperature control of
the second DMA was used, with two Peltier elements (Su-
percool AA-040-12-22-00-00) with an external control unit
(Supercool TC-XX-PR-59), running separate from the com-
puter with the LabView software used for controlling the rest
of the H-TDMA system. The Peltier elements were ﬁxed
to the aluminium walls of the insulated box. They were
delivered with two blowers mounted to each element, one
on the outside of the box, and one recirculating the air in-
side the box. The inner dimensions of the DMA1 box were
400×460×950mm, the last one being the height. The Peltier
elements (110×130×80mm, the last one being the thick-
ness) were mounted on the centre of the short side, with
their base 360 and 690mm from the ﬂoor of the box respec-
tively. The temperature gradient inside the box was mea-
sured to be less than 0.1K from one bottom corner to the
diagonal opposite upper corner with DMA2 and all tubing
and sensors mounted, using the same three Pt100 elements
later tapered to the surface of DMA2. The temperature of
DMA1 and the humidiﬁcation system is kept at laboratory
temperature (20◦C), with the same setup as previously de-
scribed for DMA2, but with only one Peltier element used,
since potential temperature gradients are not a problem for
dry measurements. The inner dimensions of box 1 were
360×460×950mm, the last one being the height. The Peltier
element was mounted with its base 600mm from the ﬂoor of
box 2.
DMA1 working temperature is set two degrees lower than
DMA2. In this way, less water is used (which ultimately end
up in the CPC) and the risk of condensation in the closed
loop, which is partly situated outside of the temperature con-
trolled box, becomes smaller. However, this also means that
the residence time after the aerosol enters the second box has
to be long enough so that the aerosol reaches the new tem-
perature. The residence time between DMA1 and DMA2 has
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been approximated to 3s, whereof 0.2s is between the hu-
midiﬁer and the wall between box 1 and box 2. A longer res-
idencetimewouldlessentheriskoftheparticlesnotreaching
equilibrium before entering DMA2, but would on the other
hand increase the particle losses, a parameter which can be
of importance when conducting background measurements.
To validate the data obtained during unattended long term
measurements, automatic ammonium sulphate scans are per-
formed at 90% RH (same as the RH used for the ambient
measurements) every 23rd hour. This time interval was cho-
sen to make sure that the validation measurements are not
constantly performed at the same time of day. Sampling is
automatically switched between ambient measurements and
atomized ammonium sulphate with a two way valve. When
sampling from the atomizer (TSI, model 3076), a compressor
connected to the atomiser activates and starts generating the
salt aerosol. The validation measurements are carried out for
the same dry sizes used for ambient measurements (35nm,
50nm, 75nm, 110nm, 165nm and 265nm).
Thesystemwastestedinthelaboratorybeforeitwastrans-
ported to the ﬁeld site. Measurements were performed on at-
omized ammonium sulphate particles with a dry diameter of
100nm for RH values between 70% and 95% and compared
to electrodynamic balance data from Tang and Munkelwitz
(1994).
It is assumed that the particles entering DMA2 carries only
one charge. Doubly charged particles will have a slightly
larger GF, as they are larger than the singly charged ones,
and consequently less inﬂuenced by the Kelvin effect. It is
possible to correct for this, as long as size distribution mea-
surements of the entire aerosol is simultaneously conducted,
but in previous work this effect has not been taken into ac-
count, as H-TDMA measurements are usually conducted at
sizes where the probability of double charging is relatively
small (<400nm). The effect can be signiﬁcant if measure-
ments are conducted at dry sizes below the median value of
a narrow size distribution, as sometimes is the case in labo-
ratory studies, but under normal atmospheric circumstances
the effect should be small (Swietlicki et al., 2008).
The data is evaluated with the IGOR TDMAinv toolkit
(Gysel et al., 2009).
3 Results and discussion
It was concluded that the H-TDMA was giving results very
similar to the reference data for the laboratory experiments
on ammonium sulphate (Fig. 2), with GF deviations from
literature values between 0.14 and 0.034 and corresponding
RH deviation values between 0.2% and 1.2% for RH values
between 70% and 95%. Assuming that all other hardware
works perfectly, the minimal uncertainty of the measurement
is deﬁned by the accuracy and the precision of the tempera-
ture measurement of DMA2 and the dew point temperature
measurement. The dew point meter accuracy is speciﬁed as
 
 
Figure 2. Humidogram of ammonium sulphate for 100 nm particles. The solid and the dashed 
lines represents electrodynamic balance data from Tang and Munkelwitz (1994). The solid line 
describes the deliquescence water uptake at increasing RH and the dashed line shows the 
hysteresis effect when the aerosol has been pre-humidified to an RH above the deliquescence 
point, and thereafter dried to a given RH. 
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Fig. 2. Humidogram of ammonium sulphate for 100 nm particles.
The solid and the dashed lines represents electrodynamic balance
data from Tang and Munkelwitz (1994). The solid line describes
the deliquescence water uptake at increasing RH and the dashed
line shows the hysteresis effect when the aerosol has been pre-
humidiﬁed to an RH above the deliquescence point, and thereafter
dried to a given RH.
0.1K from the manufacturer. The Pt100 element precision
is unspeciﬁed although measurements have suggested a pre-
cision around 0.05 K. From the equation derived by Buck
(1981), a worst case scenario based on temperature uncer-
tainty can be calculated. For a DMA2 temperature of around
20◦C this gives an RH error of ∼±0.8%. Considering uncer-
tainties in ﬂows, voltages, charging efﬁciency, purity of the
reference solution etc. the deviations from theory can be ex-
pected to be higher than that, and this can be seen in Fig. 5,
where a few outliers are visible, most likely due to one or
several of the reasons previously mentioned. However, as
most scans are within ±1% in RH compared to the expected
values, it can be concluded that the measurement uncertainty
for these salt scans are dominated by the limited precision
in the temperature measurements, as previously discussed.
These results also support the assumption that the radial tem-
perature gradients are negligible, since a radial temperature
gradient of 0.2K would give a shift of ∼1% in RH. At an
RH of 79.9%, the ammonium sulphate crystals take up wa-
ter and rapidly form a saturated solution. The deliquescence
RH (DRH) of the salt is somewhat smeared in the DRH mea-
surement (Fig. 2). This is not expected for a pure solution,
but the effect has been seen before, especially for small parti-
cles (e.g. H¨ ameri and V¨ akev¨ a, 2000) and can possible be at-
tributedtoacontaminationofthesaltsolution. Thiswouldbe
consistent with theory, as it has been shown that a mixture of
ammonium sulphate and an organic acid can smear the deli-
quescence point (Russell and Ming, 2002). It is also possible
that it is a consequence of temperature gradients in the DMA,
deliquescing the particles somewhere inside the DMA. How-
ever, given the relatively low RH at which this phenomenon
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Figure 3. Example of temperature stability of DMA2 at the remote field site Vavihill. Three 
Pt100 sensors are placed on different places on the DMA, one sensor monitors the ambient 
temperature, and one sensor is placed inside the lab. The Pt100 sensors correspond to the left 
side axis and the laboratory and the outside temperature correspond to the right side axis. 
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Fig. 3. Example of temperature stability of DMA2 at the remote
ﬁeld site Vavihill. Three Pt100 sensors are placed on different
places on the DMA, one sensor monitors the ambient temperature,
and one sensor is placed inside the lab. The Pt100 sensors corre-
spond to the left side axis and the laboratory and the outside tem-
perature correspond to the right side axis.
 
Figure 4. RH stability of DMA2 in field. The RH average values are taken from data that are 
within 1% of the setpoint of 90% RH. The error bars represent standard deviations of the RH 
values during these times. For November, data until the 14
th is included. 
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Fig. 4. RH stability of DMA2 in ﬁeld. The RH average values are
taken from data that are within 1% of the setpoint of 90% RH. The
error bars represent standard deviations of the RH values during
these times. For November, data until the 14th is included.
occurs (∼77%) it is unlikely that this alone is the reason, es-
pecially considering that the measured temperature gradient
of the DMA is less than 0.1K (see Fig. 3). Another possi-
bility would be that the particles deliquesce near the walls
of the Gore-Tex® tube, though this effect would show a bi-
modal distribution in the second DMA, and this was not the
case. In any case, since this instrument is not intended for
laboratory measurements of chemically pure compounds, it
was concluded that the results were satisfactory.
The H-TDMA has been running continuously since May
2008 until January 2009 at the EMEP/EUSAAR ﬁeld sta-
tion Vavihill (56◦010 N, 13◦090 E, 172ma.s.l.). The stability
showed in the laboratory was proven somewhat lower in the
ﬁeld, but still well within desired performance criteria. The
longitudinal temperature gradient in the second DMA, mea-
sured at three points on the DMA body (lower, middle and
upper part), was in the ﬁeld measured to less than 0.06K
(see Fig. 3) during 4 days of operation, even though outside
temperature had a diurnal variation of ∼15K. The RH of the
 
Figure 5. Automatic ammonium sulphate scans from August and September. All measurements 
are carried out with an RH setpoint of 90% RH. Due to the Kelvin effect, the water activity and 
hence the GF varies with dry size. This is clearly visible and almost all scans are within ±1% RH 
and ±0.05 GF. The dotted lines represent deviations from the Tang and Munkelwitz values with 
±1% RH and ±0.05 GF respectively. 
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Fig. 5. Automatic ammonium sulphate scans from August and
September. All measurements are carried out with an RH setpoint
of 90% RH. Due to the Kelvin effect, the water activity and hence
the GF varies with dry size. This is clearly visible and almost all
scans are within ±1% RH and ±0.05GF. The dotted lines represent
deviations from the Tang and Munkelwitz values with ±1% RH and
±0.05GF respectively.
system was also very stable, with monthly average values of
90%±0.07% and standard deviation (STD) values less than
0.28% for all months. Figure 4 shows the RH data for which
dew point measurements fall within 1% of the desired value
of 90% RH, and the corresponding fraction of time when this
criteria was ﬁlled for each month. The majority of the ammo-
nium sulphate measurements fall within the desired criteria
of ±0.05 in GF, although some outliers exist. The Kelvin
effect, giving rise to the smaller growth factor of smaller par-
ticles is clearly visible, as lower water activities correspond
to lower growth factors (Fig. 5).
The system had a number of malfunctions causing data
gaps during its ﬁrst months of operation, mostly due to prob-
lems with the linear pump, power failures at the ﬁeld site
and errors in the Labview control system code. However as
problems are addressed the fraction of data covered time in-
creases and was over 90% for the last three months of oper-
ation recorded in this work. The limiting factor for mainte-
nance is that the water used in the humidiﬁcation ultimately
ends up in the CPC, which gradually lowers its performance,
until ﬁnally the number of counted particles is virtually zero.
In a typical case, the instrument can operate around 2 weeks,
before the CPC has to be drained on water and ﬁlled with
new butanol working ﬂuid to prevent too low counting statis-
tics. This problem could be corrected using a water based
CPC instead of a butanol based. Since the CPC is operat-
ing well beyond its cutoff size, which is around 10nm, the
choice of working ﬂuid should not affect the results of this
particular instrument. Another drawback is that the instru-
ment is not able to recover from a power cut. This is due
to the software used for the temperature control of the two
DMA boxes, which has not been LabView implemented, but
is run through a separate problem. However, if that serial
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Table 1. Average and standard deviation of the growth factor and
the water activity values from the automated ammonium sulphate
scans.
Dry size GF (average) GF STD aw (average) aw STD
35nm 1.6237081 0.02234 0.8662094 0.00521
50nm 1.6658702 0.01964 0.8781546 0.00299
75nm 1.69231976 0.02989 0.8867795 0.00446
110nm 1.70843828 0.0256 0.8922586 0.00327
165nm 1.73254144 0.02419 0.8934233 0.00223
communication were to be run through LabView, and a com-
puter with automatic booting upon power return, there is no
theoretical reason to why an automatic restart of the system
after power failures should not be possible.
4 Conclusions
An H-TDMA designed for long term measurements of the
ambient aerosol was constructed within the FP6 Infrastruc-
tureProjectEUSAAR,accordingtorecommendationsresult-
ing from intercomparison workshops and discussions within
the project. It was concluded that the ﬁeld growth factor pre-
cisionoftheH-TDMAwas±0.05withrespecttoammonium
sulfate calibration measurements which corresponds to ±1%
inRHprecision. Thesystemhasbeenfoundverystable, with
a standard deviation value of less than 0.3% RH from the
90% RH set point. This stability is partially attributed to the
simple and robust Gore-Tex®-water humidiﬁcation system,
only humidifying the aerosol, and using the second DMA
and its loop as a buffer for ﬂuctuations in the humidiﬁcation
system, and partially attributed to the temperature stability of
the system, which is a pre-requisite for producing high qual-
ity data during unattended operation. Although a number of
malfunctions have caused gaps in the data, the stability of the
system was improved by modiﬁcations of the H-TDMA and
replacement of low performing parts. It can be concluded
that the design recommendations given by EUSAAR are suf-
ﬁcient for conducting high quality long term measurements
of the hygroscopic properties of the ambient aerosol.
This work was carried out within the frameworks of the
EU FP6 Integrated Project EUCAARI , the EU FP6 Infras-
tructure Project EUSAAR as well as the NOS-N Nordic Cen-
tre of Excellence BACCI.
Edited by: A. Wiedensohler
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